[3H-thymidine-paper strip-counting of in vitro lymphocyte transformation. II. Specific antigens in the whole blood assay (author's transl)].
Erythrocytes did not influence the harvesting procedure or the paper strip counting method in a liquid scintillation counter using the whole blood assay of lymphocyte transformation test. The leucocyte-erythrocyte-ratio influences the blastogenesis in vitro. Only 1--2 ml of peripheral blood are necessary to proof lymphocyte reactivity to mitogens or antigens. The storage of the blood is possible over a period of 24 hours (4 degrees C) if the absolute lymphocytes count remains constant.